[Practice on the data normalization of medical device adverse event reporting and exploration on improving the quality of the reports].
On the basis of real working practices in data normalization, the case reports from the monitoring system were studied, non-standard reports were summarized and the reasons were analyzed, the methods of data normalization and improving the reporting quality were discussed. The standard databases and the rule databases were created, they were capable of automatic completion of the standardization work of new cases.